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D I A B E T E S

A nanofibrous encapsulation device for safe delivery 
of insulin-producing cells to treat type 1 diabetes
Xi Wang1, Kristina G. Maxwell2,3, Kai Wang4,5, Daniel T. Bowers1, James A. Flanders6, Wanjun Liu1, 
Long-Hai Wang1, Qingsheng Liu1, Chengyang Liu7, Ali Naji7, Yong Wang8, Bo Wang1, Jing Chen1, 
Alexander U. Ernst1, Juan M. Melero-Martin4,5,9, Jeffrey R. Millman2,3*, Minglin Ma1*

Transplantation of stem cell–derived  (SC-) cells represents a promising therapy for type 1 diabetes (T1D). How-
ever, the delivery, maintenance, and retrieval of these cells remain a challenge. Here, we report the design of a 
safe and functional device composed of a highly porous, durable nanofibrous skin and an immunoprotective 
hydrogel core. The device consists of electrospun medical-grade thermoplastic silicone-polycarbonate-urethane 
and is soft but tough (~15 megapascal at a rupture strain of >2). Tuning the nanofiber size to less than ~500 nano-
meters prevented cell penetration while maintaining maximum mass transfer and decreased cellular overgrowth 
on blank (cell-free) devices to as low as a single-cell layer (~3 micrometers thick) when implanted in the peritone-
al cavity of mice. We confirmed device safety, indicated as continuous containment of proliferative cells within 
the device for 5 months. Encapsulating syngeneic, allogeneic, or xenogeneic rodent islets within the device 
corrected chemically induced diabetes in mice and cells remained functional for up to 200 days. The function of 
human SC- cells was supported by the device, and it reversed diabetes within 1 week of implantation in immuno-
deficient and immunocompetent mice, for up to 120 and 60 days, respectively. We demonstrated the scalability 
and retrievability of the device in dogs and observed viable human SC- cells despite xenogeneic immune re-
sponses. The nanofibrous device design may therefore provide a translatable solution to the balance between 
safety and functionality in developing stem cell–based therapies for T1D.

INTRODUCTION
The replacement of inadequate  cells has been proposed as a prom-
ising therapy for type 1 diabetes (T1D) (1, 2). Clinical trials with 
intrahepatic allogeneic islet transplantation have shown insulin in-
dependence in patients with diabetes (3–5), but factors including 
the instant blood-mediated inflammatory reaction, the side effects 
of immunosuppressive drugs, and the shortage of human islets 
from cadavers limit application to patients. Stem cell–derived  
(SC-) cells could provide a nearly unlimited supply of cells and 
therefore holds great promise for treating T1D (6–11). However, 
the potential risks of immunosuppression and teratoma formation 
by undifferentiated stem cells remain formidable concerns (12–14). 
Therefore, the delivery of SC- cells in a retrievable, immunopro-
tective encapsulation device that is both safe (prevents any potential 
cell escape) and functional (maintains facile mass transfer) may be 
critical to the clinical success of stem cell–based therapies for T1D.

Alginate microcapsule–based encapsulation systems have been 
extensively investigated and proven functional in multiple animal 
models (15–21). However, it is becoming increasingly recognized 
that the impossibility to ensure complete graft retrieval will hinder 
their application for SC- cell delivery in clinical settings. To take 

advantage of the biocompatibility and immunoprotective property 
of alginate hydrogels while endowing retrievability, our laboratory 
has recently developed a thread-reinforced alginate fiber for islet 
encapsulation (TRAFFIC) device (22). Similar to alginate micro-
capsules, TRAFFIC maintained cell viability and reversed diabetes 
in mouse models. Unlike microcapsules, TRAFFIC was completely 
retrievable using a laparoscopic procedure. However, alginate and 
hydrogels are intrinsically weak relative to other materials such as 
elastomers and prone to swelling and even breakage over time. This 
increases the risk of exposing transplanted cells to the host immune 
system and allowing undifferentiated cells to escape from the device.

In comparison, polymer-based encapsulation devices such as 
those made of semipermeable polytetrafluoroethylene membranes 
(for example the TheraCyte device or the ViaCyte device) (23–28) 
are sturdy and can prevent potential cell escape, representing a safer 
and more translatable strategy for developing cell replacement therapies. 
However, their small pore sizes (on the order of ~100 nm) and foreign 
body reaction (FBR)–induced fibrotic deposition diminish mass transfer 
that is critical for long-term function. Similarly, a polycaprolactone 
(PCL) nanoporous membrane formed around sacrificial nanorods 
was used to form durable encapsulation devices (for example the 
Encellin device) (29, 30), but the small pore size (on the order of 
~10 nm) and biodegradability of PCL makes the long-term, reliable 
membrane function less certain, posing a risk for clinical applica-
tions. In addition, in many of these devices, extra layers of more 
rigid membranes, such as polyethylene terephthalate mesh, are often 
required to give mechanical support to the devices and maintain 
their planar shape in vivo. These additional rigid layers may increase 
the severity of FBR and negatively affect the function. Last, these 
devices have been designed for subcutaneous (S.C.) implantation, 
which is challenging due to the low degree of vasculature and limited 
oxygen supply in the S.C. space (31).
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Here, we report an intraperitoneal (I.P.), tubular, nanofiber- 
integrated cell encapsulation (NICE) device that is both safe and 
functional long term for delivery of insulin-producing cells includ-
ing human SC- cells. The device consists of a highly porous and 
durable nanofibrous skin made by electrospinning a biocompatible 
medical-grade thermoplastic silicone-polycarbonate-urethane (TSPU) 
and an alginate hydrogel core, which provides additional immuno-
logical protection and maintains the separation of islets or SC- 
cells within the device. The device can be implanted and retrieved 
using laparoscopic procedures. The nanofibrous skin contains in-
terconnected pores of tunable size, and the device pores are on the 
order of ~1 m. Live imaging and histological analysis confirmed 
the continuous containment of encapsulated cells for 5 months; the 
device restored normoglycemia in diabetic mice for up to 200 days, 
including when human SC- cells were used to reverse diabetes in 
immunodeficient and immunocompetent mice. We also demon-
strate the scalability and retrievability of the NICE device with 
human SC- cells in dogs. The NICE design may therefore provide 
a translatable solution to the balance between safety and functionality 
in developing a stem cell–based cell replacement therapy for T1D.

RESULTS
Design, fabrication, and characterization of the NICE device
We designed the NICE device based on several criteria: mechanical 
toughness to ensure long-term stability and safety, tubular form for 
high-surface area and minimally invasive implantation and retrieval, 
biocompatibility with host tissue (minimal FBR), sufficiently small 
pores to prevent cell escape but high porosity to ensure facile mass 
transfer, and low complexity of design to facilitate translation 

(Fig.  1A). We chose a biocompatible medical-grade TSPU as the 
polymer and used electrospinning to fabricate the device due to its 
ability to produce tough, nanofibrous membranes with tunable and 
interconnected pore structures.

Nanofibers were collected on a rotating, sugar-coated mandrel 
template (fig. S1A), and nanofibrous tubes were obtained after dis-
solution of the sugar coating. The tubes had inner diameters rang-
ing from 500 m to 3 mm and a wall thickness of ~100 m (Fig. 1A). 
Examination using a scanning electron microscope verified the 
nonwoven fibrous nature of the NICE membrane with an average 
fiber diameter of 270 nm (Fig. 1A). Tensile tests demonstrated that 
the nanofibrous tube remained elastically deformable up to about 
5 MPa under a 0.5 strain. The ultimate tensile strength was about 
15 MPa at a device strain greater than 2. The Young’s modulus 
calculated from 10 to 20% of the curve is ~12.6 ± 0.6 MPa (n = 4) 
(Fig. 1B). Qualitatively, the device can be stretched more than three 
times its original length (Fig. 1C and movie S1), bent without kinks 
(Fig. 1D and movie S2), and handled using forceps without damage.

Knowing the mechanical strength of the device, we next investi-
gated the mass transfer properties and compatibility with islets. A 
static glucose-stimulated insulin secretion (GSIS) test showed that 
mouse islets encapsulated in the NICE device were capable of re-
sponding to low and high glucose, with a mean stimulation index 
(SI) (insulin secretion at high glucose to that at low glucose) of 2.33 
and 4.23 after 1 and 7 days of culture, respectively (Fig. 1E). The SI 
of islets cultured inside the device was not significantly different 
from that of freely floating islets after 1 day (2.33  ±  1.23 versus 
2.34 ± 0.13) (P = 0.9888) or 7 days (4.23 ± 0.72 versus 3.39 ± 1.44) 
(P = 0.5794) of culture (Fig. 1E). The live/dead staining and corre-
sponding quantitative analysis indicated similar viability (~95%) of 

Fig. 1. Design and characterization of the NICE device including mechanical properties, permeability, and cell compatibility. (A) Schematics of the device showing 
the islet-laden hydrogel core surrounded by the nanofibrous skin that prevents cell penetration while allowing maximum mass transfer, along with a photo of nano-
fibrous tubes with different diameters (from left to right: 0.5, 1, 1.5, 2, and 3 mm) and a scanning electron microscope image of the nanofibers. (B) Tensile test (stress-strain 
curves) of the nanofibrous tubes (n = 4). (C and D) Photographs showing the device being stretched more than three times in length (C) and bent without kink (D). (E) SI 
of mouse islets (the ratio of insulin secretion in the buffers of high- and low-glucose concentrations) encapsulated in the device, compared to that of free-floating islets 
after 1 and 7 days of culture; mean ± SD (n = 3). (F) Live (green) and dead (red) staining of free-floating islets and islets encapsulated in device after 1-day culture. The data 
were compared using the two-tailed Student’s t test. Scale bars, 3-mm (A) macroscopic image and 100- (F) and 5-m (A) microscopic images. n.s., nonsignificant.
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islets inside the device to free islets after 24-hour culture (Fig. 1F 
and fig. S1B). These in vitro experiments demonstrated that the 
NICE device met the basic requirements as a cell delivery vehicle, 
providing sufficient mass transfer and cell compatibility to ensure 
the function of islets.

Biocompatibility of the NICE device in the I.P. space of mice
The in vivo biocompatibility of an encapsulation device is an im-
portant factor; FBR-induced fibrotic deposition can diminish the 
mass transfer and affect the function of encapsulated cells. We 
implanted and compared the FBR to the blank (cell-free) NICE de-
vices in three clinically relevant transplant sites: the I.P. space, the 
epididymal fat pad (E.F.P.) (as a model of the omentum in large 
mammals), and the S.C. space in C57BL/6 mice. Hematoxylin and 
eosin (H&E) staining and Masson’s trichrome staining demon-
strated that the devices implanted in either the ventral or dorsal 
S.C. space formed a thick fibrotic capsule (more than 40 m) 
(Fig.  2,  A  to  D  and  I). The thickness of the fibrotic layer at the 
4-week time point was significantly (P < 0.0001) increased com-
pared to that at 2 weeks in both the dorsal S.C. space (87.7 ± 13.2 
versus 47.3 ± 4.1 m) and the ventral S.C. space (143.5 ± 11.3 versus 
73.6 ± 5.4 m) (Fig. 2I). In contrast, devices implanted in the I.P. space 
or the E.F.P. had much thinner cellular overgrowth (less than 
~10 m) than in the S.C. space (Fig. 2, E to I). Although there was no 
statistically significant difference between the I.P. space and E.F.P. at 
either 2 (P = 0.9754) or 4 weeks (P = 0.8610), the cellular overgrowth 
on the device in the I.P. space at 4 weeks was only a single layer of 
cells with thickness of 2.9  ±  0.6 m. Devices implanted in the 
E.F.P. or the S.C. space were wrapped tightly within tissue. It was 

noted that the nanofibrous membranes remained impenetrable to 
cells in all locations.

Myofibroblasts that are present in fibrotic capsules are identifi-
able by their expression of –smooth muscle actin (SMA). These 
cells can arise from cell populations that enter the vicinity of a for-
eign material such as macrophages (32) and may be of bone marrow 
origin (33). The number and density of myofibroblasts trended with 
the fibrotic layer thickness (Fig. 2, I and J). More SMA+ cells were 
observed in the S.C. space than in the I.P. space. There was no ex-
pression of SMA in the I.P. group and no foreign body giant cells 
were found adjacent to the implant surface. Thus, the FBR was 
determined to be the least severe in the I.P. space, motivating the 
choice to investigate this implantation site in this study.

We hypothesized that the low FBR was due to unique properties 
of TSPU and the small fiber size. To test this hypothesis, we first 
investigated fiber sizes ranging from 270 nm to 1.04 m by chang-
ing the concentration of TSPU from 8 to 14% during electrospin-
ning (fig. S2, A and B). Histological examination of devices with 
different fiber sizes implanted in I.P. space for 4 weeks revealed that 
devices with a fiber size below ~500 nm had no cell penetration and 
induced only thin (<10 m) cellular overgrowth, whereas those 
above 500 nm allowed cell penetration (fig. S2C). Then, we tested 
devices made from a different material (nylon) for comparison. 
With a similar fiber size (~250 nm), the nylon devices also prevent-
ed cell penetration after 4 weeks of I.P. implantation (fig. S2, A and 
C), but the delamination of different layers in the nanofiber mem-
brane was observed (fig. S2C). These results confirmed that the 
TSPU nanofibrous device with proper nanofiber sizes was uniquely 
suitable for cell encapsulation.

Fig. 2. Biocompatibility of blank (cell-free) devices in different implantation sites in healthy mice for 2 and 4 weeks. (A to H) Blank (cell-free) devices implanted in 
the ventral S.C. space for 2 (A) and 4 weeks (B), in the dorsal S.C. space for 2 (C) and 4 weeks (D), in the E.F.P. for 2 (E) and 4 weeks (F), and the in I.P. space for 2 (G) and 
4 weeks (H). In each panel, representative images from left to right are H&E staining, Masson’s trichrome staining, and immunofluorescent staining. Myofibroblasts were 
stained with SMA (shown in red) and DAPI (shown in blue). (I) Analysis of the thickness of fibrotic layer measured from Masson’s trichrome staining images; mean ± SD 
(n = 4). (J) Analysis of the SMA+ cells measured from immunofluorescent staining images; mean ± SD (n = 4). The data were compared using one-way ANOVA followed 
by Tukey’s test. ****P < 0.0001. Scale bars, 100 m (A to H). S.C., subcutaneous; E.F.P., epididymal fat pad; I.P., intraperitoneal; H&E, hematoxylin and eosin; SMA, 
–smooth muscle actin.
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Protection of syngeneic/allogeneic cells and confinement 
of proliferative cells
The ability of a cell encapsulation device to prevent cell escape is of 
paramount importance in SC- cell delivery due to risks of terato-
ma formation from undifferentiated cells. However, too tight pore 
structures will diminish the mass transfer that is necessary for cell 
viability and function. To test whether the NICE device can provide 
a solution to the safety/function balance, we encapsulated and 
implanted luciferase-expressing cells and continuously monitored 
them over time in C57BL/6 mice. First, syngeneic mesenchymal 
stem cell (MSC) aggregates (~100 to 150 m in diameter) with 
green fluorescent protein (GFP)/luciferase expression (fig. S3A) 
were encapsulated in NICE devices and implanted in the I.P. space. 
The bioluminescent signals were localized to the implantation site 
during the duration (5 months) of implantation and remained 
steady after an initial drop (Fig. 3, A and B). No signal was detected 
in the recipient animals after device retrieval (Fig. 3A), whereas the 
retrieved devices were bioluminescent (Fig. 3C), suggesting that the 
cells were confined and viable in the NICE device for 5 months. To 
confirm these imaging results, we also performed histological 
analysis on retrieved samples. H&E images showed the confine-
ment and viability of the MSC aggregates within the device 
(Fig. 3D).

Next, allogeneic GFP/luciferase islets with a size of about 100 to 
150 m (fig. S3B) were monitored within the device over time. It 

was found that 48.9% radiance was detected on day 10 compared to 
day 1 (Fig. 3E), similar to the initial signal drop in the MSC case. 
The acute loss of encapsulated cells after implantation was consid-
ered common and most likely caused by hypoxia (34, 35). However, 
there was no significant difference (P = 0.7798) among days 10, 30, 
60, 90, and 120, which demonstrated that the islets remained stable 
after 10 days (Fig. 3, E and F). Postretrieval imaging of the recipients 
and devices (Fig. 3, E and G) as well as H&E and insulin/glucagon 
staining confirmed the robust function of the islets after 120 days 
(Fig. 3H and fig. S3).

To challenge our device, we tested whether it could protect inva-
sive cells with a metastatic phenotype and prevent them from escap-
ing. Allogeneic cancer cell spheroids (4T1) with GFP/luciferase 
expression (fig. S3C) were encapsulated in the NICE device. In two 
of the six mice, the bioluminescent signal disappeared after 2 weeks, 
suggesting early failure possibly due to unintentional defects of the 
device and/or biological variation. However, in the other four mice, 
the signal increased significantly (P < 0.0001) after 60 days and lasted 
for up to 150 days, indicating that the cells were protected (i.e., no 
immune cell penetration) and proliferated in the device (Fig.  3, 
I and J). In all cases, no bioluminescence outside the implantation 
site or device was observed. The imaging of retrieved device and 
H&E staining confirmed that the NICE device was able to sup-
port cell viability and prevent them from escape (Fig. 3, K and L). 
Another GFP/luciferase-expressing, allogeneic cell line, NIT-1  

Fig. 3. Survival and confinement of different types of cells within the device. (A) Representative bioluminescent images of healthy C57BL/6 mice transplanted with 
NICE devices encapsulating GFP/luciferase-expressing syngeneic MSC spheroids for up to 150 days (from left to right are days 1, 30, 60, 90, 120, and 150) and after retriev-
al (far right). (B) Quantitative analysis of the bioluminescence intensity of the device; mean ± SD (n = 4). (C) A representative bioluminescent image of retrieved device. 
(D) H&E staining of a retrieved device at day 150. Arrows point to the MSC spheroids. (E) Representative bioluminescent images of healthy C57BL/6 mice transplanted 
with NICE devices encapsulating FVB GFP/luciferase mouse islets for up to 120 days (from left to right are days 1, 10, 30, 60, 90, and 120) and after retrieval (far right). 
(F) Quantitative analysis of the bioluminescence intensity of the device; mean ± SD (n = 6). (G) A bioluminescent image of a retrieved device. (H) H&E staining of a retrieved 
device. Arrow points to the mouse islets. The top-right corner shows immunofluorescent staining of mouse islets transplanted for 120 days (red, INS; green, GFP; and blue, 
DAPI). (I) Representative bioluminescent images of healthy C57BL/6 mice transplanted with NICE devices encapsulating BALB/c GFP/luciferase 4T1 spheroids for up to 
150 days (from left to right are days 1, 30, 60, 90, 120, and 150) and after retrieval (far right). (J) Quantitative analysis of the bioluminescence intensity of the device; 
mean ± SD (n = 5). (K) A bioluminescent image of a retrieved device. (L) H&E staining of a retrieved device. Arrow points to the 4T1 cells encapsulated in device for 
120 days. The data were compared using one-way ANOVA followed by Tukey’s multiple comparisons test. *P < 0.05, ***P < 0.001, and ****P < 0.0001; n.s., nonsignificant. 
Scale bars, 1 mm (C, G, and K) and 100 m (D, H, and L). GFP, green fluorescent protein; MSC, mesenchymal stem cell; INS, insulin.
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cell spheroids, were also confined and protected by the NICE device 
for 2 months (fig. S3G). Together, these data showed that the NICE 
device was cell protective and safe.

Diabetes correction in mice with diverse rodent islet sources
To investigate the function of the NICE device in reversing diabe-
tes, we encapsulated the different types of rodent islets (syngeneic, 
allogeneic, and xenogeneic) in the device and implanted it in dia-
betic C57BL/6 mice. Rodent islets were dispersed evenly and 
embedded in alginate in the NICE device before transplantation. 
With 600– to 700–islet equivalent (IEQ) syngeneic islets, the NICE 
device corrected diabetes in 13 of 17 mice. The engrafted mice 
maintained blood glucose within a normal range until device re-
trieval for as long as 120 days (Fig. 4A). The device encapsulating 
allogeneic BALB/c islets (600 to 700 IEQ) engrafted in 16 of 24 mice, 
with function for up to 200 days (Fig. 4B). Increasing immunologi-
cal incompatibility of the transplanted cells by using rat islets 
(600 to 700 IEQ) demonstrated function for longer than 100 days 
(Fig. 4C). In all engrafted animals, the blood glucose concentration 
dropped within a week of transplantation and increased after graft 
retrieval at different time points (Fig. 4, A to C), confirming that the 
glucose concentrations were controlled by the grafts. The devices 
were easily retrievable and there was no tissue adhesion in most cases. 
The increased body weight of all engrafted mice, similar to healthy 
mice, showed metabolic recovery, whereas that of diabetic mice 
dropped continuously (Fig. 4D).

To evaluate the metabolic control of blood glucose, we per-
formed an I.P. glucose tolerance test (IPGTT) on day 30. The 
IPGTT measurements indicated that all engrafted mice cleared glu-
cose 2 hours after bolus, similar to healthy mice, whereas the peak 
value of blood glucose after stimulation in engrafted mice was higher 
than that of healthy mice. The rate of glucose clearance in all the 
engrafted mice was significantly (P < 0.05) faster than that of the 
diabetic group (Fig. 4E). Quantitatively, the area under curve (AUC) 
for glucose clearance in the engrafted mice receiving syngeneic, 
allogeneic, and xenogeneic islets was similar to the healthy mice 
(Fig. 4F). There was no difference (P = 0.1516) in the AUC among 
the engrafted mice implanted with different sources of islets. The 
IPGTT carried out on the engrafted mice with grafts lasting over 
4 months also indicated long-term function (fig. S4). To provide 
additional proof that the transplanted islets were responsible for 
glucose control, we carried out an ex vivo GSIS test (Fig. 4G). The 
responsiveness of islets inside the device indicated their viability 
and normal function. Last, an about 60× decrease of insulin content 
in the pancreas of engrafted mice compared to healthy mice con-
firmed again that the streptozotocin (STZ) induction had success-
fully depleted the  cells in pancreas and that the transplanted grafts 
were responsible for the observed metabolic control (Fig. 4H).

Allogeneic islets in devices retrieved after 40 days appeared 
healthy, similar to those before transplantation (Fig. 4I). The histo-
logical studies showed no tissue adhesion around the device and no 
cell penetration into the device (Fig. 4, J to O). Quantitative analysis 
of the cellular overgrowth in H&E staining images showed that al-
though there was a relatively thicker fibrotic layer (~30 m) for xe-
nografts, the fibrotic deposition was minimal (about 10 m in 
thickness) for autografts and allografts (Fig. 4P). Islets from differ-
ent sources encapsulated within the device were viable in the short 
term (<40 days) (Fig. 4, J to L, and fig. S5, A to C) and in the long 
term (>100 days) (Fig. 4, M to O). Moreover, islets inside the device 

were morphologically normal with a round shape, even at long time 
points (170 days) with a high density in an allogeneic environment 
(Fig.  4N). Immunofluorescent staining for insulin and glucagon 
demonstrated that cells maintained their individual hormone iden-
tities, many of which were insulin-expressing  cells (Fig. 4, J to O). 
Quantitative analysis of the expression of insulin and glucagon after 
transplantation showed that on average, about 80% of the cells 
within one islet were insulin-expressing  cells and 15% of cells were 
glucagon-expressing  cells in autografts and allografts (Fig. 4Q), 
which were similar to the percentages of  and  cells before trans-
plantation (fig. S5D). About 88% of insulin+ cells and ~10% of glu-
cagon+ cells were observed in rat islets after transplantation, also 
similar to those before transplantation (Fig. 4Q and fig. S5D). 
Together, these data demonstrated that the NICE device was bio-
compatible and long-term functional in correcting diabetes in mice 
with diverse rodent islets.

Immunoprotective function of NICE device in autografts, 
allografts, and xenografts
To analyze the immune responses and understand the immunopro-
tective function of the device under different transplantation sce-
narios (i.e., autografts, allografts, and xenografts), we retrieved the 
devices after 1 month of implantation and analyzed for the cellular 
composition surrounding the device and the antibodies within the 
device. Flow cytometry analysis of the cells deposited on the device 
showed that 25% of the cells surrounding the encapsulation device 
were immune cells in the autograft group (Fig. 5A). In contrast, 
80% of the cells deposited on the device were immune cells in allografts 
and xenografts, most of which were CD3+ or CD4+ T cells and macro-
phages (Fig. 5, A to C, and figs. S6 and S7A). Less than 1.5% of cells 
were CD8+ T cells, which suggested that CD8+ T cells were not re-
cruited to the graft (Fig. 5D). Other types of immune cells found in 
the fibrotic layer included B cells (about 5%), neutrophils (less than 
5%), and dendritic cells (about 15%) (fig. S7, B to D). These data 
showed that despite the presence of various types of immune cells, 
there were very few CD8+ T cells around the device even in 
xenografts.

To study the humoral immune response to the encapsulated 
cells, we analyzed the mouse total antibodies [immunoglobulin G 
(IgG) and IgM] in serum at different time points after transplanta-
tion, in I.P. fluid, and inside the device after retrieval. Mouse IgG 
antibody in xenografts increased significantly (P < 0.05) over the 
4-week period, whereas it changed slightly in autografts and al-
lografts (Fig. 5E). Elevated IgM antibodies were observed in the 
mouse serum in xenografts as early as 7 days after transplantation, 
with slight decrease at 2 weeks and another peak at 3 weeks (Fig. 5F). 
Different from xenografts, IgM increased over time in allografts 
(Fig. 5F). Moreover, it appeared that the antibody response slightly 
increased in the mice with devices encapsulating xenogeneic islets 
relative to those with devices encapsulating syngeneic or allogeneic 
islets (Fig. 5, E and F). This response could be elicited by antigens 
shed from inside the device. The mouse total antibody (IgG and 
IgM) concentrations in the devices were significantly (P < 0.05) 
lower than those in I.P. fluids in all grafts including xenografts 
(Fig. 5, G and H). To determine whether the IgG and IgM detected 
in allografts were donor-specific alloantibodies, we incubated the 
BALB/c T cells with serum withdrawn from the recipients with al-
lografts and labeled with fluorescein isothiocyanate anti-mouse IgG 
or anti-mouse IgM. Serum extracted from sensitized C57BL/6 mice 
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with BALB/c islets transplanted in kidney capsules at 4 weeks after 
transplantation was used as positive control. The flow cytometry 
data showed that there were anti-BALB/c alloantibodies (IgG and 
IgM) detected in C57BL/6 serum with allografts at 28 days after 
transplantation, although with much lower concentration than in 
the serum of sensitized mice (fig. S8). However, almost no allo-
antibodies were present inside the device (fig. S8). These data con-
firmed the immunoprotective function of the device.

The NICE device supports the function of human islets 
in immunodeficient mice
To demonstrate the potential of the NICE device for human islet 
encapsulation, we performed transplantation in diabetic, severe 
combined immunodeficient (SCID)–beige mice. Human islets 
with variable sizes but acceptable viability (70 to 90%) (Fig. 6A and 
fig. S9A) were received, encapsulated (~1700 IEQ per mouse), 
and transplanted. From immunofluorescent staining studies, before 

Fig. 4. Device function with syngeneic, allogeneic, and xenogeneic islets in diabetic immunocompetent C57BL/6 mice. (A to C) Nonfasting blood glucose concen-
trations of the recipient mice transplanted with syngeneic mouse islets (n = 17) (A), allogeneic mouse islets (n = 24) (B), and xenogeneic rat islets (n = 17) (C). Arrows indi-
cate the time points when implants were retrieved from recipients. (D) Body weights of healthy, engrafted, and diabetic mice measured for up to 105 days (n = 5). 
(E) Measurement of blood glucose in IPGTT in different groups on day 30; mean ± SD (n = 5 for healthy mouse group, n = 4 for engrafted groups, and n = 6 for diabetic 
mouse group). (F) Quantification of AUC from (E) for different groups on day 30; mean ± SD. (G) Measurement of insulin concentration of retrieved devices from engrafted 
mice in different groups after ex vivo GSIS test; mean ± SD (n = 4). (H) Measurement of total insulin content of the pancreas in different groups; mean ± SD (n = 4 to 5). 
(I) Bright-field image of encapsulated mouse islets retrieved from allogeneic transplantation model on day 40. (J and K) H&E staining and immunofluorescent staining 
(shown in inset) of syngeneic islets (J) and allogeneic islets (K) from device retrieved after 40 days (red, INS; green, GCG; and blue, DAPI). (L) H&E staining and immunofluorescent 
staining (shown in inset) of xenogeneic rat islets from retrieved device after 30 days (red, INS; green, GCG; and blue, DAPI). (M) H&E staining and immunofluorescent 
staining (shown in inset) of syngeneic islets from retrieved device after 120 days (red, INS; green, GCG; and blue, DAPI). (N) H&E staining and immunofluorescent staining 
(shown in inset) of allogeneic islets from retrieved device after 170 days (red, INS; green, GCG; and blue, DAPI). (O) H&E staining and immunofluorescent staining (shown 
in inset) of xenogeneic islets from retrieved device after 120 days (red, INS; green, GCG; and blue, DAPI). (P) Quantification of the thickness of fibrotic layer in three differ-
ent groups: autograft, allograft, and xenograft at 1 month. (Q) Percentage of hormone expression (insulin and glucagon) quantified from immunofluorescent staining 
images of encapsulated islets retrieved from three different groups: autograft, allograft, and xenograft. One point represents one islet. The two-tailed Student’s t test was 
performed when the data consisted of only two groups. The one-way ANOVA followed by Tukey’s test was performed for comparing the multigroup data. *P < 0.05, 
**P < 0.01, and ****P < 0.0001; n.s., nonsignificant. Scale bars, 200 m (I), 100 m (K, M, N, and O), and 50 m (J and L). IPGTT, intraperitoneal glucose tolerance test; AUC, 
area under curve; GSIS, glucose stimulation insulin secretion; H&E, hematoxylin and eosin; INS, insulin; GCG, glucagon.
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transplantation, the human islets expressed  cell markers such as 
insulin, C-peptide, and transcription factor NKX6.1 (fig. S9, B and 
C). Eight of the 11 recipient mice recovered from diabetes immedi-
ately (within a week) and maintained normoglycemia for up to 
100 days before device retrieval (Fig. 6B). Human C-peptide after 
IPGTT at 2-, 8-, and 14-week time points was detectable in the 
serum, and the concentration was significantly (P < 0.05) increased at 
90 min compared to 0 min (Fig. 6C), suggesting that human islets 
inside the device were responsive to glucose and secreted insulin. 
Blood glucose measurements during an IPGTT at week 8, represent-
ative of other time points, showed that the engrafted mice cleared 
glucose within 2 hours (Fig. 6D). The retrieved device had minimal 
cellular overgrowth, and healthy islets were observed in the device 
in both the short term (Fig. 6, E to G) and long term (Fig. 6, H to J). 
Immunofluorescent staining showed insulin and glucagon ex-
pression (Fig.  6,  F  and  I) and C-peptide and NKX6.1 expression 
(Fig. 6, G and J) at 40 and 105 days, although some small necrotic 
areas were present in larger islets. Quantitative analysis of the ex-
pression of insulin and glucagon after transplantation showed that 
about 64% of cells within one islet were insulin-expressing  cells 
and 31% of cells were glucagon-expressing  cells (Fig. 6K), which 
were similar to the percentages of  and  cells of human islets 
before transplantation (fig. S9D). In addition, no polyhormonal 
cells were observed either before or after transplantation. Further 

analysis revealed that about 67% of cells within one islet were 
C-peptide+ cells, 55% of cells were NKX6.1+, and 54% were C- 
peptide+/NKX6.1+  cells (Fig. 6L), which were also similar to those 
before transplantation (fig. S9E). To further verify that the trans-
planted islets were responsible for glucose control, we retrieved the 
engrafted devices 1 month after implantation and carried out an 
ex vivo GSIS test. The retrieved devices secreted significantly (P < 0.05) 
more human C-peptide in high-glucose solution than that in 
low-glucose solution (Fig. 6M). In addition, dynamic calcium imag-
ing was conducted on extracted, dissociated single cells. The cells 
responded with the increased calcium influx when exposed to 
high-glucose solution or potassium chloride (KCl), an agent to de-
polarize the cell membrane (Fig. 6N), confirming their functions.

The NICE device supports the function of human SC- cells 
in immunodeficient mice
From a broad point of view, the highest impact of a cell encapsula-
tion device that is both safe and functional would be its use for 
delivery of human SC- cells. To provide evidence that the NICE 
device has this potential, we first encapsulated human SC- cells 
(6,  9) and implanted them in diabetic immunodeficient NOD.
Cg-Prkdcscid Il2rgtm1Wjl/SzJ (NSG) mice (~2500 clusters per mouse). 
The SC- cells had a more uniform size (~100 to 150 m in diameter) 
compared to the human islets (Fig. 7A). From immunofluorescent 

Fig. 5. Immunoprotective function of the device. Analysis of immune cells in the fibrotic layer around the NICE device (A to D) and antibody concentrations (E to H) in 
three different groups: autograft, allograft, and xenograft. (A) Percentage of immune cells and nonimmune cells in live cells; mean ± SD (n = 5). (B) Percentage of CD3+ 
cells in leukocytes; mean ± SD (n = 5). (C) Percentage of CD4+cells in leukocytes; mean ± SD (n = 5). (D) Percentage of CD8+ cells in leukocytes; mean ± SD (n = 5). (E) Mea-
surement of mouse total IgG in serum extracted from recipients with autografts (red line), allografts (blue line), and xenografts (orange line) before transplantation and 
at 1, 2, 3, and 4 weeks after transplantation; mean ± SD (n = 5). (F) Measurement of mouse total IgM in serum extracted from recipients with autografts (red line), allografts 
(blue line), and xenografts (orange line) before transplantation and at 1, 2, 3, and 4 weeks after transplantation; mean ± SD (n = 5). (G) Measurement of mouse IgG in 
retrieved device and in I.P. fluid extracted from recipients after device retrieval; mean ± SD (n = 4). (H) Measurement of mouse IgM in retrieved device and in I.P. fluid 
extracted from recipients after device retrieval; mean ± SD (n = 4). The two-tailed Student’s t test was performed when the data consisted of only two groups. The one-way 
ANOVA followed by Tukey’s test was performed for comparing the multigroup data. *P < 0.05, **P < 0.01, and ****P < 0.0001; n.s., nonsignificant.
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Fig. 6. Device function with human islets in diabetic immunodeficient SCID-beige mice. (A) Bright-field image of human islets before transplantation. (B) Measure-
ment of nonfasting blood glucose (n = 11). Arrows indicate the time points when implants were retrieved from recipients. (C) Measurement of human C-peptide in serum 
of the mice at 0 and 90 min after IPGTT after 2, 8, and 14 weeks of transplantation; mean ± SD (n = 3 to 4). (D) Typical blood glucose measurement in IPGTT of engrafted 
recipients (week 8). (E to G) H&E staining (E) and immunofluorescent staining (F and G) of human islets from retrieved device after 40 days (higher magnifications on the 
right). (H to J) H&E staining (H) and immunofluorescent staining (I and J) of human islets from retrieved device after 105 days (higher magnifications on the right). (F and 
I) Coimmunofluorescent staining of insulin (INS; red), glucagon (GCG; green) and DAPI (blue). (G and J) Coimmunofluorescent staining of C-peptide (red), NKX6.1 (green), 
and DAPI (gray). (K) Percentage of hormone expression (insulin, glucagon, and insulin/glucagon) quantified from immunofluorescent staining images. One point rep-
resents one islet (n = 15). (L) Percentage of  cell marker expressions (C-peptide, NKX6.1, and C-peptide/NKX6.1) quantified from immunofluorescent staining images. One 
point represents one islet (n = 15). (M) Measurement of C-peptide concentration of retrieved devices from engrafted mice after ex vivo GSIS test; mean ± SD (n = 4). 
(N) Measurements of dynamic normalized Fluo-4 fluorescence intensity for retrieved human islets challenged sequentially with 2, 20, and 2 mM glucose and 30 mM KCl; 
mean ± SEM (n = 11). The two-tailed Student’s t test was performed when the data consisted of two groups. *P < 0.05 and **P < 0.01. Scale bars, 200 m (A), 100 m (E to 
H), and 50 m (I and J). IPGTT, intraperitoneal glucose tolerance test; H&E, hematoxylin and eosin; INS, insulin; GCG, glucagon; GSIS, glucose stimulation insulin secretion; 
KCl, potassium chloride.
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staining studies, before transplantation, the SC- cells expressed  
cell markers such as insulin, C-peptide, and NKX6.1 (fig. S10, A and B). 
About 60% of cells expressed both C-peptide and NKX6.1 as mea-
sured by flow cytometry (Fig. 7B), and 12% were polyhormonal 
cells with expression of both C-peptide and glucagon (Fig.  7C). 
Slightly lower C-peptide expression (~55%) was obtained by quan-
tifying the immunofluorescent staining images (fig. S10, C and D). 
In a dynamic GSIS assay, SC- cells secreted higher amounts of in-
sulin with a clear first- and second-phase response when exposed to 
increased glucose (Fig. 7D). Static GSIS also demonstrated that 
before transplantation, SC- cells can secrete more insulin in high- 
glucose solution than that in low-glucose solution (fig. S10E). Fur-
thermore, oxygen consumption rate (OCR) measurement showed 
that SC- cells had a higher OCR normalized to DNA than human 
islets, indicating that SC- cells might have a higher metabolism 
than human islets (Fig. 7E).

The device with SC- cells corrected blood glucose immediately 
(within a week) in 11 of 16 mice, which was maintained for up to 
120 days (Fig. 7F). Recipients became diabetic again after explant-
ing the devices, showing that blood glucose was controlled by the 
NICE device with SC- cells (Fig. 7F). Human C-peptide in the 
blood at 90 min after glucose challenge (111 ± 21.3 pM) was signifi-
cantly (P < 0.05) higher than the fasting value (21.4 ± 7.7 pM) 2 weeks 
after implantation (Fig. 7G). At 8 weeks, there was also glucose- 
responsive C-peptide secretion at 90 min (151.2 ± 15.4 pM) com-
pared to that at 0  min (34.8  ±  3.1 pM) (Fig.  7G). There was no 
significant difference (P = 0.4511) in terms of the SI at 2 weeks 
(5.4 ± 1.9) and that at 8 weeks (4.3 ± 0.1), suggesting stable device 
function during that period (fig. S10F). For the engrafted mice studied at 
30 days, glucose clearance after IPGTT was completed by 120 min 
(Fig. 7H); the AUC of the glucose concentration curve was similar 
to that of healthy mice, although significantly (P < 0.01) less than that of 
diabetic mice (Fig. 7, H and I). An IPGTT study carried out at 8 weeks 
also demonstrated the long-term function of SC- cells in the device 
(fig. S10G). In addition, the total insulin content in the pancreas of 
the engrafted mice was significantly (P < 0.0001) lower than that of 
healthy mice, which again confirmed that the transplanted grafts 
were responsible for the observed metabolic control (fig. S10H).

Ex vivo GSIS test showed that devices retrieved at 1 month 
secreted significantly (P  <  0.05) more human C-peptide in high- 
glucose solution than that in low-glucose solution (Fig. 7J). Dynamic 
calcium imaging conducted on dissociated cells corroborated the 
GSIS results: The retrieved SC- cells exhibited glucose- and KCl- 
responsive calcium influx (Fig. 7K). SC- cells explanted after 
40 and 120 days remained viable with a healthy and round mor-
phology, although the cells were packed at a high density within the 
device (Fig.  7L). The expression of insulin, glucagon, C-peptide, 
and NKX6.1 of the cells retrieved at different time points (up to 
120 days) indicated device function in both short and long terms (Fig. 7 
and fig. S11). Quantitative analysis of the hormone expression with-
in each cell aggregate after transplantation averaged over four recip-
ients showed that about 38% of cells were insulin-expressing  cells 
and 34% of cells were glucagon-expressing  cells (Fig. 7S). Poly-
hormonal cells were observed before transplantation, but less than 
1% of cells expressed both insulin and glucagon after retrieval (Fig. 7). 
About 43% of cells within one aggregate expressed C-peptide, 37% 
of cells expressed NKX6.1, and 19% expressed both markers (Fig. 7T). 
About 32% of cells within the device expressed MAF BZIP 
Transcription Factor A (MAFA), a maturation marker of  cells, 

after transplantation (fig. S12). The decline of C-peptide–expressing 
or insulin-expressing cells after transplantation may be due to the 
maturation of polyhormonal cells observed before transplant into  
cells in  vivo (6,  7). Despite a lower percentage of  cells, the 
percentage of  cells in SC- cells was similar to that in human 
islets;  cells are important in the cross-talk with  cells and con-
trolling blood glucose concentration (36, 37). These results show that 
the NICE device supported the function of the human SC- cells in 
immunodeficient mice.

Testing of the NICE device with human SC- cells 
in immunocompetent models
After confirming the function of encapsulated human SC- cells in 
immunodeficient mice, we explored the use of the NICE device for 
delivering cells in immunocompetent diabetic mice and healthy 
dogs. It is noted that these xenotransplantation models may be more 
challenging than allogeneic, human SC- cells–to–human trans-
plantation, and the explorations here are intended to test the robust-
ness, safety, scalability, and retrievability in the setting of SC- cell 
delivery but not necessarily the full, long-term function of the 
device. Nevertheless, when devices with the human SC- cells 
(~2500 clusters) were implanted in diabetic C57BL/6 mice, 10 of 
16 mice became normoglycemic immediately (within a week) after 
transplantation and maintained normoglycemia for up to 8 weeks 
(Fig. 8A), a result better than anticipated. Human C-peptide in the 
blood of mice with engrafted SC- cells at 90 min after glucose chal-
lenge (86.7 ± 10.4 pM) was significantly (P < 0.01) higher than the 
fasting value (12.4 ± 1.1 pM) 2 weeks after implantation (Fig. 8B). 
However, at 4 weeks, there was no significant difference (P = 0.11) 
in C-peptide secretion before and after glucose injection, which 
indicated that the function of cells declined after 4 weeks (Fig. 8B). 
Blood glucose measurement during IPGTT at 2 weeks showed that 
the engrafted mice cleared glucose within 2 hours, whereas the mice 
with early failed grafts remained at high glucose concentrations 
(Fig. 8C). The mice engrafted with SC- cells showed blood glucose 
clearance after IPGTT similar to those engrafted with human islets 
(Fig. 8C), which were included as a control (fig. S13). The SC- cells 
in retrieved devices secreted significantly (P < 0.001) more human 
C-peptide in high-glucose solution than that in low-glucose solu-
tion after ex vivo GSIS test (Fig. 8D). In addition, the dynamic 
calcium imaging conducted on retrieved cells showed glucose- 
responsive calcium influx (Fig. 8E). Histological studies showed 
that the SC- cells were reasonably healthy after 35 days, despite the 
formation of a more severe FBR than that observed in immunodefi-
cient mice and the presence of some cells having penetrated into the 
membrane (Fig. 8F and fig. S14). Immunofluorescent staining also 
confirmed the expression of insulin, glucagon, C-peptide, NKX6.1 
(Fig. 8, G and H, and fig. S15), and MAFA. It is noted that human 
SC- cells elicited much stronger (P < 0.01) immune responses than 
rodent islets in mice (fig. S16). Applying immunosuppression, such 
as treatment of rapamycin that suppresses T cell activation and pro-
liferation, led to improved engraftment of encapsulated SC- cells 
in immunocompetent mice (fig. S17).

To support the concept that the NICE device is scalable, easy to 
handle and implant, and retrievable, we implanted devices contain-
ing human SC- cells into healthy dogs (n = 3) without administer-
ing immunosuppressive drugs. We loaded a subtherapeutic dose 
(2500 clusters) of SC- cells into 1-mm-diameter, 17-cm-long 
devices. In a typical procedure, the device was placed in a 10-ml 
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Fig. 7. Device function with 
SC- cells in diabetic immuno-
deficient NSG mice. (A) Bright- 
field image of SC- cell aggregates 
before transplantation. (B and 
C) Representative flow cytometric 
dot plots of dispersed stage 6 
SC- cells immuno stained for 
the indicated markers. (D) Dy-
namic glucose-stimulated human 
insulin secretion of cells in stage 
6 in a perfusion GSIS assay. Data 
for each individual time point 
are shown as means ± SEM (n = 3). 
Cells are perfused with low glu-
cose (2 mM) and high glucose 
(20 mM) as indicated. (E) OCR 
of human islets (HI; n = 8) and 
SC- cells (n = 17) at high glu-
cose (20 mM) normalized to DNA 
content; mean ± SD. (F) Mea-
surement of nonfasting blood 
glucose of the mice transplanted 
with SC- cells in the device 
(n = 16). Arrows indicate the time 
points when implants were re-
trieved from recipients. (G) Mea-
surement of human C-peptide 
in mouse serum at 0 and 90 min 
after IPGTT after 2 and 8 weeks 
of transplantation; mean ± SD 
(n = 3 to 4). (H) Representative 
blood glucose measurement in 
IPGTT of engrafted recipients 
(n = 3 to 4). (I) Quantification 
of AUC from (H) for different 
groups; means ± SD. (J) Mea-
surement of C-peptide concen-
tration of retrieved devices from 
engrafted mice after ex vivo 
GSIS test; mean ± SD (n = 4). 
(K) Measurements of dynamic 
normalized Fluo-4 fluorescence 
intensity for retrieved SC- cells 
challenged sequentially with 
2, 20, and 2 mM glucose and 
30 mM KCl; mean ± SEM (n = 14). 
(L to N) H&E staining (L) and 
immunofluorescent staining 
(M and N) of SC- cells from 
retrieved device after 40 days 
(higher magnification on the 
right). (O to R) H&E staining (O) 
and immunofluorescent stain-
ing (P to R) of SC- cells from 
retrieved device after 120 days. 
(M and P) Coimmunofluorescent 
staining of insulin (red), glucagon (green), and DAPI (blue). (N and Q) Coimmunofluorescent staining of C-peptide (red), NKX6.1 (green), and DAPI (gray). (R) High-magnification 
images of cell aggregates from (P) and (Q). (S) Percentage of hormone expression (insulin, glucagon, and insulin/glucagon) per cell aggregate quantified from immuno-
fluorescent staining images. One point represents one aggregate (n = 44). Samples were collected from four animals. (T) Percentage of  cell marker expressions (C-peptide, 
NKX6.1, and C-peptide/NKX6.1) per cell aggregate quantified from immunofluorescent staining images. One point represents one aggregate (n = 43). Samples were 
collected from four animals. The two-tailed Student’s t test was performed when the data consisted of two groups. The one-way ANOVA followed by Tukey’s test was 
performed for comparing the multigroup data. *P < 0.05 and **P < 0.01; n.s., nonsignificant. Scale bars, 250 m (A), 100 m (L to Q), and 25 m (R). SC-, stem cell–derived 
 cell; GSIS, glucose stimulation insulin secretion; IPGTT, intraperitoneal glucose tolerance test; AUC, area under curve; H&E, hematoxylin and eosin; INS, insulin; GCG, 
glucagon; KCl, potassium chloride.
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pipette, which was then inserted through a trocar (Fig. 8I and fig. 
S18A). Under laparoscopic visualization, the device was implanted 
into the dog’s peritoneal cavity by flushing the device with saline 
through the trocar (fig. S18B and movies S3). The device was im-
planted freely in the I.P. cavity without anchoring and placed in the 
cranial abdomen near the liver (Fig. 8J). Two weeks later, the device 
was retrieved by grasping one end of the device using laparoscopic 

forceps and pulling the device through a trocar (Fig. 8K). In two 
dogs, minor adhesions occurred between the peritoneal wall and a 
short segment of the device. In another dog, there was a point adhe-
sion to the liver. In all three dogs, adhesions were considered minor 
and easy to separate, and the devices were all retrievable in their 
entirety (Fig. 8L, fig. S18C, and movies S4 and S5). The SC- cells 
were still encapsulated in intact alginate hydrogel within retrieved 

Fig. 8. Device function with SC- cells in xenogeneic mouse and dog models. Device function with SC- cells in diabetic immunocompetent C57BL/6 mice (A to H) 
and scalability, retrievability, and SC- cell survival in healthy dogs (I to P). (A) Measurement of nonfasting blood glucose of the mice transplanted with SC- cells in device 
(n = 16). Arrow indicates the time point when implants were retrieved from recipients. (B) Measurement of human C-peptide in mouse serum at 0 and 90 min after IPGTT 
after 2 and 4 weeks of transplantation; mean ± SD (n = 3 to 4). (C) Representative blood glucose measurement in IPGTT of engrafted recipients with human SC- cells 
(black line), human islets (blue line), and failed human SC- cells (red line) 14 days after transplant. (D) Measurement of C-peptide concentration of retrieved devices from 
engrafted mice after ex vivo GSIS test; mean ± SD (n = 4). (E) Measurements of dynamic normalized Fluo-4 fluorescence intensity for retrieved SC- cells challenged 
sequentially with 2, 20, and 2 mM glucose and 30 mM KCl; mean ± SEM (n = 6). (F to H) H&E staining (F) and immunofluorescent staining (G and H) of SC- cells from re-
trieved device after 35 days (higher magnification on the right). Red arrows in (F) indicated cells penetrating from outside to inside of the outer surface of the nano fibrous 
membrane. (G) Coimmunofluorescent staining of insulin (red), glucagon (green), and DAPI (blue). (H) Coimmunofluorescent staining of C-peptide (red), NKX6.1 (green), 
and DAPI (gray). (I) Photograph showing the laparoscopic implantation of device (n = 3). Red arrows point to the device in a 10-ml pipette during implantation. (J) Laparoscopic 
image showing the device implanted in I.P. space near the liver in a dog. White arrows point to the device. (K) Laparoscopic images showing the device being pulled out 
from a dog during retrieval. (L) Photograph of a device before transplantation and a device retrieved from a dog after 2 weeks. (M) Bright-field image of encapsulated SC- 
cells after retrieval (red arrows point to SC- cells). (N) Live (green) and dead (red) staining of the SC- cells in (M). (O and P) H&E staining (O) and immunofluorescent 
staining (P) of SC- cells from retrieved device after 2 weeks. (P) Coimmunofluorescent staining of insulin (red), glucagon (green), and DAPI (blue). The two-tailed Student’s 
t test was performed. **P < 0.01 and ***P < 0.001; n.s., nonsignificant. Scale bar, 100 m (F, G, M, and N), 50 m (O), and 25 m (H and P). SC-, stem cell–derived  cell; 
IPGTT, intraperitoneal glucose tolerance test; GSIS, glucose stimulation insulin secretion; KCl, potassium chloride; H&E, hematoxylin and eosin; INS, insulin; GCG, glucagon; 
I.P., intraperitoneal.
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devices (Fig. 8M). In addition, although many cells were dead (fig. 
S18D), likely due to the severe immune responses in the challenging 
xenogeneic setting, it was unexpected to observe viable cells through 
live/dead staining (Fig. 8N). The H&E staining and immunofluo-
rescent staining of insulin and glucagon also confirmed the via-
bility and function of some cells (Fig. 8, O and P). These stringent, 
exploratory studies in immunocompetent mice and dogs, which 
may be more immunologically challenging than the scenario of hu-
man trial, demonstrated the feasibility of the NICE device for SC- 
cell delivery from a procedural perspective.

DISCUSSION
In this study, we developed a nanofibrous-skin, hydrogel-core en-
capsulation device for the safe delivery of insulin-producing cells, 
especially human SC- cells. The design takes advantage of the 
unique, tunable nanofibrous structure of electrospun nonwoven 
membranes and the biocompatible, tough, and easy-to-process 
TSPU polymer. With proper nanofiber size (<500 nm) and mem-
brane thickness (~100 m), the nanofibrous skin prevented cell 
escape or penetration while maintaining superb mass transfer. 
Inside the device, we used a common, easy–to–cross-link alginate 
hydrogel to disperse the islets and avoid cell clumping for better ac-
cess to nutrients, notably oxygen (38). In addition, alginate hydro-
gel materials are immunoprotective (39), support the survival of 
islets via high hydration (40), and reduce diffusion of some antibod-
ies (41). The whole device is soft but tough, easy to fabricate, and 
does not require any extra internal or external support to maintain 
its shape, leaving a unique nanofibrous surface as the host interface.

The long-term efficacy of cell encapsulation devices is highly 
dependent on the biocompatibility of the material and the trans-
plantation site. We explored three clinically relevant transplant sites 
for the NICE device: the I.P. space, the E.F.P. (42), and the S.C. space 
(43). S.C. implantation was the least invasive transplantation site 
but caused the thickest FBR-induced fibrotic deposition around the 
device; modification of the site to induce a supporting vasculature 
will likely be needed for future development (31, 44–47). Implanta-
tion in the E.F.P. (as a surrogate for the omentum) would provide 
access to vasculature (48), but the device-tissue adhesion observed 
during retrieval may become a challenge for clinical applications. 
On the other hand, the I.P. space was accessible, allowed facile re-
trieval of the device without severe adhesion, and caused the least 
cellular overgrowth. We attribute the minimal fibrotic reaction 
against the NICE device to both the biocompatibility of the TSPU 
polymer and the softness and nanofibrous structures of the electro-
spun nanomembranes. Previous studies have demonstrated that 
nanofibers may more closely mimic the natural extracellular matrix 
compared to microfibers and provide unique contact cues to mod-
ulate macrophages toward anti-inflammatory phenotypes in vitro 
and in vivo (49, 50).

In addition to good biocompatibility, the function of the islets in 
the encapsulation device also highly depends on mass transfer. 
Pores should be sufficiently small to prevent direct contact between 
the host immune cells and the encapsulated cells. It is difficult to 
measure the precise pore sizes of an electrospun nonwoven mem-
brane; however, the average pore size for the NICE device was esti-
mated to be about 1 m, which was effective in preventing the 
invasion of immune cells into the device in most cases, perhaps also 
partly due to the nonwoven, multilayer nature of the membrane. 

Research has been directed at modifying the structure of electro-
spun membranes to increase cell infiltration when that is desirable 
(51). Note that the range of pore sizes for the NICE device is much 
larger than pores in other previously reported devices, which are on 
the order of 10 to 100 nm. The relatively large pore size allows better 
mass transfer of nutrients, insulin, and metabolic wastes. Also note 
that the alginate hydrogel core of the device likely played a role in 
the immunoprotection. Our results with proliferative cells confirmed 
that the NICE device was both safe and functional, preventing cell 
infiltration or escape while maintaining cell viability for 5 months.

In addition to a feasible implantation site and a safe and func-
tional device, islet source is another factor that determines the clin-
ical success of a cell replacement therapy. Thus, in this study, we 
established the performance of our device using multiple islet 
sources to mimic different clinical scenarios. Currently, both islet 
autotransplantation after total pancreatectomy for the indication of 
pancreatitis and allotransplantation with immunosuppression for 
the treatment of T1D have been demonstrated to be clinically feasi-
ble (52, 53). We showed that the NICE device protected syngeneic 
and allogeneic islets to correct diabetes in immunocompetent mice 
for up to 200 days. Although we achieved promising results with 
these cell sources, the search for a more ideal cell source continues. 
There is much research interest in xenotransplantation of porcine 
islets, due to donor tissue abundance, economic considerations 
(39, 54, 55), and, in particular, the recent advancement of genome 
editing to inactivate the porcine endogenous retrovirus (56). How-
ever, it is likely challenging for devices alone, without any immuno-
suppression, to protect and support the function of porcine islets in 
humans. Comparisons of diabetes correction results in mice using 
rat islets to that using mouse islets, or the functional outcome of 
human SC- cells implanted in immunodeficient mice to that in 
immunocompetent ones, suggest that the NICE device will be bet-
ter suited for allogeneic than xenogeneic transplantation.

To better understand the immunoprotective function of the 
device with the different islet sources, we examined the composi-
tion of the cells surrounding the device after transplantation and the 
antibody concentrations in circulation, in the I.P. fluid surrounding 
the device, and within the device. Different types of immune cells 
surrounded the device, including CD4+ T cells, B cells, macro-
phages, dendritic cells, and neutrophils; however, very few CD8+ 
T cells were present even in xenografts. This may be important 
because CD8+ T cells are known to be recruited in nonimmunopro-
tected  cell transplantation and can directly destroy allogeneic 
islets by releasing granzyme B and perforins (28, 57). Moreover, 
antibody analysis showed that there were elevated IgG and IgM 
concentrations and existence of alloantibodies in the serum of re-
cipient mice and that a stronger antibody response was found in the 
mice with devices encapsulating xenogeneic islets than in those 
with devices encapsulating syngeneic or allogeneic islets. The anti-
body response is not unexpected because the device can prevent 
direct immune recognition but small–molecular weight shed anti-
gens can still diffuse out of the device and elicit immune responses 
by indirect recognition. However, results showed that almost no 
alloantibodies were present inside the device. This is likely because 
the nanofiber membrane and the alginate core combinedly present 
diffusion barriers for the relatively large antibodies. Last, we expect 
that small-molecule cytokines such as interferon-, interleukin-1, 
and tumor necrosis factor–, with molecular weights of 17 to 51 kDa 
and hydrodynamic radii of 2 to 3 nm, can likely diffuse into the device 
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and may cause harmful effects on islets over time (28, 58, 59). Deliv-
ery of anti-inflammatory agents has been demonstrated to reduce 
cytokine-induced islet death (60, 61). Nevertheless, these immunological 
analyses confirm the immunoprotective function of the NICE de-
vice as supported by the functional data with multiple islet sources.

Human SC- cells are one of the most promising alternative cell 
sources for diabetes cell replacement therapy. A critical challenge, 
however, is the delivery of these cells, ideally in a safe and retriev-
able device without immunosuppression. In particular, because the 
autoimmune disease process that originally destroyed  cells in the 
pancreas may be reinvigorated by the introduction of new insulin- 
producing cells (62), methods including development of safe encap-
sulation devices to prevent both allo- and autoimmunity without 
systemic immunosuppression are needed (63–70). We showed that 
the NICE device was effective in supporting the function of relatively 
mature human SC- cells and reversing diabetes in both immuno-
deficient mice (for up to 120 days) and immunocompetent mice 
(for up to 60 days). It is also noted that diabetes correction occurred 
within a week after transplantation.

Limitations exist in this study. For example, early failures in en-
graftments were observed and might be due to factors including 
sealing defects (fig. S19A), material defects (fig. S19B), unintentional 
inconsistencies in encapsulation and surgical procedures, number 
and quality of islets, and biological variations of recipients. Quality 
control of cells and devices will be critical to minimizing early fail-
ures and to eventually making the cell encapsulation a clinical real-
ity. More specifically, for our device, quality control strategies 
include standardizing the fabrication and examining representative 
devices from every batch, including scanning electron microscopy, 
tensile test, porosity measurement, in  vitro biocompatibility with 
islets, and in vivo biocompatibility; only after passing these assess-
ments could that batch of devices be used in islet and  cell encap-
sulation (fig. S20). Another limitation is the lack of ideal animal 
models used in our study. The true potential of the NICE device for 
human SC- cell–based T1D therapy would be best tested in human 
patients in an allogeneic setting. As a preclinical proof of concept, 
we tested the scalability, safety, and procedural feasibility (i.e., han-
dling, implantation, and retrieval) of the device with human SC- 
cells in healthy dogs. Despite the challenging xenogeneic environ-
ment and use of a short, 2-week transplantation, we observed viable 
and functional SC- cells in retrieved devices, and the device was 
safe, relatively easy to implant, and completely retrievable using 
minimally invasive laparoscopic procedures. Longer-term implan-
tation will likely lead to more tissue adhesions, rendering retrieval 
less smooth. The fibrotic cellular overgrowth after long-term im-
plantation in large-animal models or human patients is another 
major challenge for clinical applications. Given our mouse studies, 
which suggest that the NICE device supported long-term function 
of allogeneic cells even in presence of cellular overgrowth, it re-
mains to be investigated what amount of fibrotic deposition may be 
permissible for cellular function in higher-order animals or human 
patients and whether additional fibrosis-mitigating coatings (18) 
may be applicable to improve device function.

In conclusion, rapid advances in stem cell technology in recent 
years (6–10) have fueled hope that SC- cells may be used in patients 
with diabetes to functionally cure T1D. To enable these therapies, encap-
sulation represents a promising, immunosuppression-free method 
to protect the cells from the autoimmune and alloimmune attack 
while mitigating potential risks such as teratoma formation by 

undifferentiated stem cells (22). In this work, we report the NICE 
device as a translatable strategy in the delivery of insulin-producing 
cells, in particular human SC- cells. The low complexity design, 
the relatively easy fabrication, and the balance of safety and func-
tion make the NICE device an ideal candidate for future develop-
ment and eventual clinical applications.

MATERIALS AND METHODS
Study design
The purpose of this study was to design a scalable device to deliver 
insulin-producing cells, in particular human SC- cells, for T1D 
treatment. Animals were handled and cared by trained scientists 
and approved by the Cornell Institutional Animal Care and Use 
Committee. We carried out islet encapsulation experiments using 
different types of islets in the I.P. space in mice to examine islet via-
bility and function in this device and scaled up the device using human 
SC- cells in healthy dogs to test its safety, retrievability, and bio-
compatibility. Rodent islets were transplanted in immunocompetent 
diabetic mouse models, human islets were transplanted into immu-
nodeficient diabetic mouse models, and human SC- cells were 
transplanted into immunodeficient and immunocompetent diabet-
ic mouse models, as well as immunocompetent healthy dogs. The 
optimal number of islets used in each study was determined on the 
basis of previous experience. Sample size, including number of mice 
per group, was chosen to ensure adequate power and was based on 
historical data. All mice used were males to eliminate any potential 
confounding influences of gender differences. All mice were ran-
domly assigned to treatment groups, and all analyses were performed 
blinded to treatment conditions. No animals were excluded from 
analysis, and no outliers were excluded. The number of biologic 
replicates is specified in the figure legends.

Chemicals
Calcium chloride (CaCl2), barium chloride (BaCl2), sodium chlo-
ride (NaCl), potassium chloride (KCl), tetrahydrofuran (THF), and 
N,N′-dimethylformamide (DMF) were purchased from Sigma- 
Aldrich Co. (St. Louis, MO). Glucose was purchased from Mallinckrodt 
Pharmaceuticals (Dublin, Ireland). Ultrapure, sterile sodium alginate 
(SLG100) was purchased from FMC BioPolymer Co. (Philadelphia, 
PA). TSPU, a product of DSM Biomedical (CarboSil, Exton, PA, 
USA), was received as a gift.

Animals
Eight-week-old male C57BL/6, BALB/c, friend virus B (FVB)– 
Tg(CAG-luc,-GFP)L2G85Chco/J (L2G85), and NSG mice were 
purchased from the Jackson laboratory (Bar Harbor, ME). SCID-beige 
mice were obtained from Taconic Farms (Hudson, NY). Sprague-Dawley 
rats were obtained from Charles River Laboratories (Wilmington, 
MA). Human islets were provided by Y. Wang from Division of Trans-
plant Surgery, University of Virginia and C. Liu and A. Naji from 
Department of Surgery, Hospital of the University of Pennsylvania. 
Beagle dogs were obtained from Marshall BioResources (Clyde, 
NY). All animal procedures were approved by the Cornell Institu-
tional Animal Care and Use Committee.

Stem cell differentiation
Viable HUES8 human embryonic stem cells (18 × 106) were seeded 
into a 30-ml spinner flask. The cells were cultured in mTeSR1 for 
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72 hours and then differentiation initiated. The table (table S1) 
detailed the duration, basal media, and added supplements for each 
stage of differentiation. On the first day of stage 6, the cells were 
resized by single-cell dispersion with TrypLE at 37°C. The cells were 
then replanted in S6 media, replenished every other day, and placed 
on an orbital shaker (Benchmark) set at 100 revolutions per minute 
(rpm) in six-well plates (6, 9).

Flow cytometry
Clusters were single cell dispersed with TrypLE in a water bath at 
37°C. The cells were washed with phosphate-buffered saline (PBS) 
once and then fixed with 4% paraformaldehyde overnight at 4°C.  
The cells were blocked with staining buffer [5% donkey serum 
(Jackson Immunoresearch, 017-000-121) and 0.1% Triton X-100 
(Acros Organics, 327371000) in PBS)], incubated overnight at 4°C 
with primary antibodies (table S2), washed with staining buffer, 
stained with secondary antibodies (table S2) for 2 hours at room 
temperature, and resuspended in staining buffer to analyze on a 
LSR II (BD Biosciences). FlowJo was used to generate dot plots 
and percentages.

Device fabrication
Different concentrations [8, 10, 12, and 14% (w/v)] of  TSPU solutions 
were prepared by dissolving TSPU in a mixture of THF and DMF 
(3:2). The custom-built electrospinning device was equipped with a 
syringe pump (Harvard Apparatus, MA), a 10-ml syringe, a stain-
less-steel blunt needle, a constantly moving needle holder, a rotating 
collector, and a high- voltage supply (Gamma High Voltage, Ormond 
Beach, FL). The nanofibers were spun at 13 kV with a pumping rate 
of 0.5 ml/hour and with a 23-gauge (G) blunt needle as the spinneret. 
The spinneret was mounted on a sliding table moving back and 
forth with a speed of 5 cm/s. Working distance was fixed at 10 cm. 
A rotating target (i.e., stainless-steel rods with diameters ranging 
from 0.5 to 3 mm) was placed in the path of the polymer solution 
jet. The rod was connected to a motor controlled by rheostat 
(VWR, PA) and rotated at 400 to 500 rpm. The rod template was 
precoated with a thin layer of sucrose. The nanofibrous tubes were 
removed from the template by soaking in water. The tubes were cut 
into desired length and sealed at one end by hand impulse sealer (Im-
pulse Sealer Supply, CA). The devices were soaked in 70% ethanol 
and sterilized using ultraviolet light for further study.

Isolation of rodent pancreatic islets
Mouse pancreatic islets were isolated from 8-week-old male C57BL/6 
mice, BALB/c mice, or L2G85 mice. For mice, one bottle of collage-
nase (CIzyme RI 005-1030; VitaCyte, Indiana, USA) was reconsti-
tuted in 30 ml of M199 media (Gibco, USA). The bile duct was 
cannulated with a 27-G needle as described previously (71), and the 
pancreas was distended with cold collagenase. The perfused pancreases 
were then removed and digested in a 37°C water bath for 17 min. 
Sprague-Dawley rats from Charles River Laboratories weighing 
about 300 g were used for harvesting islets. For rat islet isolation, 
one bottle of Liberase (Research Grade, Roche) was reconstituted in 
33 ml of M199 media (Gibco, USA). Briefly, the bile duct was can-
nulated, and the pancreas was distended by an injection of Liberase 
solution. The pancreas was digested in a 37°C water bath for 28 min. 
The purification of rodent islets was detailed in the Supplementary 
Materials. Purified islets were hand-counted by aliquot under a ste-
reomicroscope (Olympus, SZ61). Islets were then cultured in RPMI 

1640 media with 10% fetal bovine serum (FBS) and 1% penicillin/
streptomycin for further use.

Isolation of human pancreatic islets
The pancreatic organs were obtained from the organ procurement 
organization under the United Network for Organ Sharing. The is-
lets were isolated in the Human Islet Core at the University of Penn-
sylvania following the guidelines of Clinical Islet Transplantation 
(CIT) consortium protocols (72). Briefly, the pancreas was digested 
after intraductal injection of collagenase and neutral protease en-
zyme in Hanks’ balanced salt solution. Liberated islets were then 
purified on continuous density gradients (Cellgro/Mediatech) us-
ing the COBE 2991 centrifuge, cultured in CIT culture media, and 
kept in a humidified 5% CO2 incubator.

Cell encapsulation for mouse study
For a typical mouse study, the electrospun nanofiber device with a 
diameter of 1 mm was cut into lengths of 2.5 cm. Immediately, 
before encapsulation, the cultured islets (300 to 350 IEQ) were cen-
trifuged at 1000 rpm for 1 min and all supernatant was aspirated. 
Twenty microliters of 2% (w/v) solution of SLG100 alginate dis-
solved in 0.9% (w/v) NaCl solution was added into the islets pellet. 
The cell-loaded alginate solution was filled into the device. For 
human islets, ~800 IEQ were collected and loaded with alginate as 
described above. For SC- cells, ~1250 clusters were used. The de-
vice was further submerged in a cross-linking buffer containing 100 mM 
CaCl2 and 5 mM BaCl2. The device was taken out and extra solution 
on the surface of the device was removed with autoclaved tissue. 
The end of the tube was thermally sealed with hand impulse sealer 
(Impulse Sealer Supply). The device was washed with 0.9% (w/v) 
NaCl solution and ready to use.

Bioluminescence imaging
The GFP/luciferase-expressing aggregates were collected and cen-
trifuged at 1000 rpm for 3 min. The cells were washed with saline 
and centrifuged again to form a pellet. Then, 300 to 400 GFP/luciferase 
MSC or 4T1 spheroids were loaded with alginate into the NICE 
device as described above. The GFP/luciferase MSC- or 4T1-laden 
devices were implanted into healthy C57BL/6 mice. The GFP/luciferase 
islet–laden device was prepared as described above and implanted 
into healthy C57BL/6 mice. The mice were injected with luciferin 
(150 mg/kg body weight; PerkinElmer, no. 122799) and imaged 
with IVIS Spectrum System (PerkinElmer) at the Biotechnology 
Resource Center at Cornell.

Transplantation and retrieval of the device in mice
For diabetes study, immunocompetent male C57BL/6 or immuno-
deficient male SCID-beige or male NSG mice were used for trans-
plantation. To create diabetic mice, mice were injected I.P. with 
freshly prepared STZ (130 mg/kg body weight; Sigma-Aldrich) 
solution (13 mg/ml in 5 mM sodium citrate buffer solution). Only 
mice whose nonfasted blood glucose concentrations were above 
300 mg/dl with two consecutive measurements were considered 
diabetic and underwent transplantation. Detailed procedure of trans-
plantation can be found in the Supplementary Materials. Glucose was 
monitored twice a week. A small drop of blood was collected from 
the tail vein using a lancet and tested using a commercial glucometer 
(CONTOUR NEXT, Ascensia Diabetes Care, NJ). Mice changing 
from a diabetic state (blood glucose greater than ~350 mg/dl for at 
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least two consecutive measurements) to a nondiabetic state (blood 
glucose less than ~200 mg/dl for at least two consecutive measure-
ments) were considered as engrafted mice. For all the engrafted 
mice, devices were explanted in a survival surgery after a certain 
time, and the mice remained alive after retrieval. Blood glucose was 
monitored after explanting the device to further confirm the func-
tion of the device. Some retrieved samples were examined by ex vivo 
GSIS test (described in the Supplementary Materials) and fixed in 
10% formalin for further staining. For the other devices, the nano-
fibrous skin was peeled off, and the islet-laden alginate inside the 
device was imaged using the stereomicroscope.

IPGTT
Mice were fasted overnight before receiving an I.P. glucose bolus 
(2 g/kg body weight). The healthy mice and diabetic mice were used 
as positive control and negative control, respectively. Blood glucose 
was monitored at regular intervals (time: 0, 5, 15, 30, 60, 90, and 
120 min) after injection, allowing for the AUC to be calculated and 
analyzed between groups.

In vivo GSIS
The SCID-beige mice implanted with human islet–laden devices or 
NSG mice implanted with SC- cells were fasted overnight before 
receiving an I.P. glucose bolus (2 g/kg body weight). Blood was col-
lected from the orbital vein before injection and 90 min after injec-
tion using a tube with clotting activator (Microvette 300 Z, Sarstedt). 
The tubes were then centrifuged at 2000 relative centrifugal force 
(rcf) for 10 min. Serum was collected from the tube and frozen for 
further analysis. Human C-peptide concentration in the serum was 
detected using ultrasensitive human C-peptide enzyme-linked 
immunosorbent assay kit (Mercodia).

Cellular analysis of fibrotic layer by flow cytometry
After the engrafted devices were retrieved from the recipients, the 
fibrotic layer surrounding the encapsulation device was carefully 
peeled off using tweezers. The fibrotic layer was cut into small pieces 
and digested with type I collagenase (1 mg/ml; Worthington Bio-
chemical Corporation, LS004194) for 1 hour in incubator. The 
digestion was stopped by adding cell culture medium containing 
10% FBS. The cell solution was filtered through a Falcon 40-m 
strainer (Corning, 431750) to get single-cell solution. Cells were 
centrifuged at 1000 rpm for 5 min. Supernatant was discarded, and 
cells were washed with PBS solution to remove the remaining 
FBS. The cells were stained with the Zombie Yellow Fixable Viability 
Kit (BioLegend, 423103) following the manufacturer’s instructions. 
Cells were washed one time with 2 ml of Cell Staining Buffer (Bio-
Legend, 420201) and centrifuged into a pellet. Fc receptors were 
blocked by preincubating cells with TruStain FcX PLUS (anti-mouse 
CD16/32) Antibody (BioLegend, 156603) in 100 l of Cell Staining 
Buffer for 5 min on ice. Then, cells were labeled with mixed anti-
bodies (table S3) on ice for 15 min. The cells were washed twice 
with 2 ml of Cell Staining Buffer by centrifugation at 350 rcf for 
5 min. The cell pellet was resuspended in 0.5 ml of Cell Staining 
Buffer. UltraComp eBeads Compensation Beads (Thermo Fisher 
Scientific, 01-2222-41) incubated with each antibody following 
manufactures’ instruction were used for compensation. Last, 
stained cells were analyzed using the Attune NxT Flow Cytome-
ter (Thermo Fisher Scientific). The data were analyzed by FlowJo 
software v10.7.

Cell encapsulation for dog experiment
Three devices about 17 cm long were prepared and sterilized as 
mentioned above. A total of 2500 clusters of SC- cells were sus-
pended in 140 l of 2% SLG100 solution and loaded into one device 
using PE50 tubing. The device was cross-linked and sealed as men-
tioned above. The devices were submerged in 0.9% saline and ready 
for implantation.

Laparoscopic implantation and retrieval in dogs
Dogs were premedicated with glycopyrrolate and butorphanol, in-
duced with propofol, and anesthetized with isoflurane and oxygen. 
The abdomen was clipped and prepared for sterile surgery. A 10-mm 
laparoscopic camera port and two 5-mm instrument ports were 
percutaneously inserted into the abdomen. The abdomen was in-
sufflated to 12-mmHg pressure with CO2. The device in a 10-ml 
pipette was inserted into the abdomen through the left-sided instru-
ment port. Then, the device was flushed out from the pipette using 
sterile saline. A laparoscopic probe was introduced through the 
right-sided 5-mm port and was used to manipulate the device so 
that it was placed between the liver and the diaphragm. The remain-
ing ports were then removed, and the port sites were closed with 3-0 
polydioxanone suture material. For retrieval of the devices, the pro-
cedure was similar using one 10-mm camera port and one or two 
5-mm instrument ports. The previously implanted device was 
located and photographed. The device was grasped with laparoscopic 
Kelly forceps.

Histological analysis
The implants were harvested from the mice and fixed in 10% for-
malin, dehydrated with graded ethanol solutions, embedded in 
paraffin, and sectioned by Cornell Histology Core Facility. The 
samples were sliced on a microtome at a thickness of 5 m. The 
sections were stained with H&E and then imaged by a microscope 
(IN200TC, AmScope). To conduct immunofluorescent staining, 
the histological slides were deparaffinized, followed by antigen re-
trieval as described before (42). Nonspecific binding was blocked 
via incubation with 5% donkey serum (S30-M; Sigma-Aldrich) for 
1 hour at room temperature. Sections were decanted and incubated 
with primary antibodies overnight at 4°C. The sections were then 
washed and incubated with the fluorescence-conjugated secondary 
antibodies for 1 hour at room temperature. Nuclei were labeled 
with 4′,6-diamidino-2-phenylindole (DAPI), and slides were cov-
ered with fluorescent mounting medium (F6057; Sigma-Aldrich). 
Last, the sections were imaged through confocal microscopy (FV1000; 
Olympus, Japan). The antibodies used here were listed in table S4. 
The thickness of fibrotic layer, the density of SMA+ cells, and the 
percentage of hormone-expressing cells were analyzed using ImageJ 
software. More experimental methods were detailed in the Supple-
mentary Materials.

Statistical analysis
Unless otherwise stated, data were expressed as means  ±  SD. For 
comparisons between two groups, means were compared using 
two-tailed Student’s t tests. Comparisons between multiple groups 
were performed by analysis of variance (ANOVA) followed by 
Tukey’s post hoc analysis. Sample size, including number of mice 
per group, was chosen to ensure adequate power and was based on 
historical data. No exclusion criteria were applied for all analyses. 
All statistical analyses were performed using GraphPad Prism v.8 
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software (GraphPad Software Inc.). The level of significance was 
assessed starting at P < 0.05.

SUPPLEMENTARY MATERIALS
stm.sciencemag.org/cgi/content/full/13/596/eabb4601/DC1
Materials and Methods
Figs. S1 to S20
Tables S1 to S4
Movies S1 to S5

View/request a protocol for this paper from Bio-protocol.
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Capitalizing on encapsulation
Encapsulating pancreatic islets or # cells before transplant is a promising approach for type 1 diabetes treatment
to avoid administration of systemic immunosuppression. Wang et al. designed electrospun polymer nanofibers
with hydrogel cores that could maintain transplanted syngeneic, allogeneic, or xenogeneic islets and # cells upon
transplantation into the peritoneal cavity of mice and dogs. The encapsulated cells showed correction of type 1
diabetes for up to 200 days after implantation in mice. The polymer devices could be retrieved with minimal fibrosis,
and cells retained viability. This study supports the potential utility of this nanofibrous device as a feasible approach for
improving cell-based treatment for diabetes.
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